Saunders, Delia (DPH) 

From; Armistead, Lewis (PLY) 

Sent: Tuesday, June 19, 2012 12:17 PM 

To: Saunders, Delia (DPH); Corbett, Kate (DPH) 

subject: 

Ladies, 

These cases have been continued to Monday, October 1 st . You are released from the summons you have 
for tomorrow morning. You will be getting a new summons for that next date, but would appreciate it if you 
would pencil that date in. The continuance was granted because defense counsel is requesting discovery 
pack ages for the followin g files: 

1. IflHHHHHfl 


4 . 

I would appreciate your sending me those files to: Plymouth District Attorney’s Office 

32 Belmont Street 
Brockton, MA 02301 

Thanks, Lewie 


6 / 19/2012 
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The Commonwealth of Massachusetts 

Executive Office of Health and Human Services 
Department of Public Health 
William A. Hinton State Laboratory institute 
305 South Street, Jamaica Plain, MA 02130 


DEVAL L. PATRICK 

governor BUREAU OF LABORATORY SCIENCES 

TIMOTHY P. MURRAY 
LIEUTENANT GOVERNOR 

JUDYANN BIG BY, MD 
SECRETARY 

JOHN AUERBACH 
COMMISSIONER 


June 20, 2012 


ADA Lewis Armistead 
Plymouth County District Attorney’s Office 
Re: Samples B08-09677, B08-09674R, B08-09714R-B08-09715R 
Comm. vs. Luis Rosario and Jesus Cabrera 


Dear ADA Armistead: 


Enclosed are copies of the information you requested for the above mentioned samples: 
1} Drug Receipts 

2) Evidence Control Cards with hand-written notations 

3) Drug Powder Analysis Form with Kate Corbetts hand-written notations BQ8- 
09677 

4) Drug Powder Analysis Forms with my hand-written notations 

5) GC/MS confirmatory data 

Kate Corbett was the primary/custodial chemist and performed preliminary testing and 
net weight calculations for sample B08-09677. I was the confirmatory chemist and 
analyzed the GC/MS data for this sample. I was the custodial chemist and performed all 
of the testing for samples B08-09674R, B08-09714R, and B08-09715R. 

If you have any further questions, please do not hesitate to call me at either 617-983- 
6632 or 617-983-6689. 

Sincerely,. 

Delia Saunders 
Chemist III 
William A. Hinton 
State Laboratory Institute 
305 South Street 
Jamaica Plain, MA. 02130 

Cc. KAC 
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PLEASE PRINT CLEARLY OR TYPE ALL INFORMATION 


The Commonwealth of Massachusetts 

Executive Office of Health and Hunt an Services 
Department of Public Health 

Boston Drug Laboratory State Laboratory Institute 

Tel (617) 983-6622 
Fax (617) 983-6625 


Amherst Drug Laboratory 
Tel (413) 545-2601 
Fax (413) 545-2608 


Boston Hours 


Amherst Hours 


8 : 00 - 11:00 

2 : 00 - 4:00 


DRUG RECEIPT 


9 : 00 - 12:00 

1 : 00 - 3:00 


City or Department: Brockton Police Department _ Po | ice R e f erence No.: 0800735A CASE: 

Name and Rank of Submitting Officer: DONOHUE, PATRICK s 380 DOC # R010480 _ 


Defendant(s) Name (last,first,initial): 

0800735A-01 ROSARIO ETAL,LUIS GONZALEZ S 


To be completed by Submitter To be completed by Lab Personnel 

Description of Items Submitted Gross Weight Lab Number 



Received By: 
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City: 
Officer: 
Def: 
Amount: 
No. Cont: 
Date Rec'd: 
Gross Wt: 


«ua-09677 


Brockton Police Dept Ana ^ed. qqj q ^ ^ 

Detect™ PATRICK DONOHUE 
ROSARIO ETAL, LUIS GONZALEZ 


6 

07/31/2008 
76.31 


fv 

c °ot:.-pb-' 


Subst: SUB 

-rTi/t’i Ana, yze<i-- (j 
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DRUG POWDER ANALYSIS FORM 


Mtr+le/ ’ i 0 [t&o ,... 
94 tt UZo0l3uo2. 


SAMPLE # 


AGENCY 


foftcfctayi 


No. of samples tested: 


ANALYST_f 

“7 

/ 

Evidence Wt 


me 


PHYSICAL DESCRIPTION: 




n 




Gross Wt { (j ): lj) (j ■ 6 1 

Gross Wt { ):_ 

Pkg. Wt: __ 




\pw4t 

z-R,«s ^ 

OttUknfK mt ,nS ' At ^ 

iwf/ f>b 


* , m I i v NorWt: 60 ■ (Tltf, 1 i 

ujwfflel m I ■+ 37 

.^L in md piaS-HC, fin fin I , * K 

U 



PRELIMINARY TESTS 
Spot Tests 

;) Cobalt 
Thiocyanate ( ) 


'■ Marquis _ 
Froehde's 
Mecke's 


d 


4 


t 


~jz 


Mlcrocrystalllne Tests 
Gold 

Chloride_ 

TLTA { ) 

OTHER TESTS 


PRELIMINARY TEST RESULTS GC/MS CONFIRMATORY TEST 

i i * i 


RESULTS 

(4*6101 n 

RESULTS 

Hem n 

DATE 

lCl< lo ?' 

MS 

t?c5 


1 ( 

OPERATOR _ 


DATE 1 () 

7_ 



i 

= 


Revised 7/2005 
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Area Percent / Library Search Report 


Information from Data File: 

File Name 

E:\SYSTEM7\10 01 08\624126.D 

Operator 

DCS 

Date Acquired 

1 Oct 2008 15:47 

Sample Name 

BLANK 

Submitted by 
Vial Number 

1 

AcquisitionMeth 

DRUGS.M 

Integrator 

RTE 


Abundance TIC: 624126.D\dala.ms 



Ret, Time 


Area Area % Ratio % 


***N0 INTEGRATED PEAKS*** 


624126.D Wed Jun 20 17:59:21 2012 


Page 1 
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Area Percent / Library Search Report 


Information from 
Pile Name : 
Operator : 
Date Acquired : 
Sample Name : 
Submitted by : 
Vial Number : 
AcquisitionMeth: 
Integrator : 


Data File: 

E;\SYSTEM7\10_01_08\624127 . D 
DCS 

1 Oct 2008 16:00 

HEROIN STANDARD 

27 

DRUGS . M 
RTE 


Abundance 

TIC: 624127.D\data. 

TIS 


6.f 

$02 

400000 



300000 



200000 



100000 

0 

I i r t t t i i i i ^ i i i i T“rT~r~r-i--T-T-T"!"r-i-|-rT~T"i i 1 f t'T't t j i i A i r"T i I 

i prf ,l t , T'|'TT'T''T--|''r-v-T-T“ , f » i i i | i i > i f-TTT-r 


0 I I n I I I n “ p r-T -rr-p n-r-p -rr p-f-r r ' i-r - r - r -i -r p i t i | *r T i i f t r i r ^ -. 1 -y- r -.- r - 1 -,-T-r|-r)-!-r |"m-Tfrr 

Tlrne-> 2.00 2.50 3.00 3.50. .4.00 4,50 5.00 5.50 6,00 6.50 7.00 7.50 8.00 8.50.9.00 9.50. 


Ret. Time 

Area 

Area % 

Ratio % 

6.602 

659578 

100.00 

100.00 


624127.D Wed Jun 20 17:59:25 2012 Page 1 
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Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


E:\SYSTEM7\10_01_08\624127.D 

DCS 

1 Oct 2008 16:00 

HEROIN STANDARD 

27 

DRUGS.M 
RTE 


Search 

Libraries: C:\Database\SLI.L 

C:\Database\NIST05a.L 
C:\Database\PMW_TOX2.L 

Minimum Quality 
Minimum Quality 

: 80 
: 80 

PK# 

RT 

Library/ID 

CAS# 

Qual 

1 

6.60 

C:\Database\SLI.L 

HEROIN 

000561-27-3 

99 


Abundance 

80 

60 

40 

20 

0 


4,3 


Average of 6,556 to 6.708 min.: 624127.D\data.ms (-) 


268 


327 


215 


81 


146 


59 


94 


115 


Vr - rfffW 


128 


162 


mtunii!) 


181 


197 


■ ' i' ' 1 1 1 


A! 




310 


369 


284 

I 298 

■Ann ft 


354 


.-rr-T-p n.). 

m/z-> 40 60 80 100 120 140 160 180 200 220 240. 260 280 300 320 340 360 


Abundance 

80 

60 

40 

20 

0 

m/z~> 


#1: HEROIN 


4j3 


268 


327 


215 


81 


59 


94 


115 


146 


128 


162 


174 


197! 




228240253 


1 ' I 1 ' 1 M 


310 


284 


298 


369 


341 

T 


40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 


624127 .D 


Wed Jun 20 17:59:26 2012 


Page 2 
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Area Percent / Library Search Report 


Information from Data File: 


File Name : 
Operator : 
Date Acquired : 
Sample Name : 
Submitted by : 
Vial Number : 
AcquisitionMeth: 
Integrator : 


E:\SYSTEM7\10_01_08\624128.D 

DCS 

1 Oct 2008 16:13 

BLANK 
KAC 
1 

DRUGS , M 
RTE 


Abundance TIC: 624128D\data.ms 



Ret. Time 


Area Area % Ratio % 


** *NO INTEGRATED PEAKS*** 


624128.D Wed Jun 20 17:59:30 2012 


Page l 
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Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


E:\SYSTEM7\10_01_08\624129.D 

DCS 

1 Oct 2008 16:25 

BOS - 09677 -1 
KAC 
29 

DRUGS.M 
RTE 



Ret, Time 

Area 

Area % 

Ratio % 

6.597 

538558 

100.00 

100.00 


624129 .D 


Wed Jun 20 17:59:34 2012 


Page 1 
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Area Percent / Library Search Report 


Information from Data Pile; 

File Name 

E:\SYSTEM7\10 01 08\624129.D 

Operator 

DCS 

Date Acquired 

1 Oct 2008 16:25 

Sample Name 

B08-09677-1 

Submitted by 

KAC 

Vial Number 

29 

AcquisitionMeth 

DRUGS.M 

Integrator 

RTE 


Search Libraries; C:\Database\SLI.L Minimum Quality; 80 

C:\Database\NIST05a.L Minimum Quality: 80 

C:\Database\PMW_TOX2.L 


PK# RT Library/ID 


CAS# Qual 


6.60 C:\Database\SLI.L 
HEROIN 
JWH-073 


000561-27-3 99 

208987-48-8 4 


Abundance 

80 

60 

40 

20 

0 


43 


Average of 6.555 to 6.730 min.; 624129.D\data.ms (-) 


268 


327 


204 


81 


146 


59 

,|J 

4-s 


94 


124 


W 


111 


162 


181 


TTfTI M n 


\kMkiikh.,Mi 


310 


, . . rV-rrff , , , I rT ,-rj 


2 ? 6 238 253 

.5. ,il.. Ri 


284 


298 


369 


rn^fTT rrr 


354 


m/z-> 40 60 80 100 120 140 160 180 200 220 240 260 280 300.320 340 360 


Abundance 

80 

60 

40 

20 

Ol 

m/z~> 


m. HEROIN 


40 


268 


327 


215 


81 


59 


94 


115 


146 


28 

Ik ilt 


162 


174 


197 




2j26 253 


i ' I j i I IV I’ ! 1 I ■ P I 1 ITP I P 1 I j 


310 


284 


298 


369 


341 


40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 


624129.D Wed Jun 20 17:59:34 2012 Page 2 
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Area Percent / Library Search Report 


Information from 
File Name : 
Operator : 
Date Acquired : 
Sample Name : 
Submitted by : 
Vial Number : 
AcquisitionMeth: 
Integrator : 


Data File: 

E : \SYSTBM7\10__01_08\62413 0 . D 
DCS 

1 Oct 2008 16:38 

BOS- 09677-2 
KAC 
30 

DRUGS . M 
RTE 


Abundance 

4000001 


3000001 


200000 


100000 


0 


TiC: 62413Q.D\data.ms 
6.603 


rfr. 


L 


I > I -r TT~r j I I I ^ f TTl-r i TTTT T - 1 H I | I I r | TTTT 

Time~> 2,00 2.50 3.00 3.50 4.00 4.50 5.00 5.50 6.00 6.50 7.00 7 50 8.00 8.50 


T T rrTT T TT 
9.00 9.50 


Ret. Time 

Area 

Area % 

Ratio % 

6.603 

620434 

100.00 

100.00 


624130.D 


Wed Jun 20 17:59:38 2012 


Page 1 
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Area Percent / Library Search Report 


Information from 

Data File: 

File Name : 

E:\SYSTEM7\10 01 08\624130.D 

Operator ; 

DCS 

Date Acquired : 

1 Oct 2008 16:38 

Samp.l e Name : 

B08-09677-2 

Submitted by : 

KAC 

Vial Number : 

30 

AcquisitionMeth: 

DRUGS.M 

Integrator : 

RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NIST05a.L Minimum Quality: 80 

C: \Database\PMW__TOX2 . L 


PK# RT Library/ID 


CAS# Qual 


6.60 C:\Database\SLI.L 
HEROIN 
JWH-073 


000561-27-3 99 

208987-48-8 4 


Abundance 


43 


80; 

60 

40 

20 

0 


81 


59 


94 


Average of 6.555 to 6.735 min : 624130.D\data.ms (-) 


268 


327 


146 


204 

i 


II 


124 

j 

III. 


162 


181 


310 


226 


i 238 2 f i ”1 298 1 

ri~' i i j ■ . I 'i ! r r : T-T- TT I I i 'i i I i i i i I 1 -f f TfnHVriY i-ri i ' i I . I > I II 


284 


369 


m/z-> 


40 60 80 100 120 140 160 180 200 220 240 260 2_80 300 320 340 360 


Abundance 


i 4j 


80 j 
601 
40 

20 

0 


#1: HEROIN 


268 


327 


81 


59 


94 


115 146 

28 


162 


174 

Ll 


m 


T 


197 

'll 


215 




r 228 240 253 

r p i t i i 1'ryrl'i‘i' | i 


310 


284 


298 


341 


369 

i 


-prr'i i | i i 


m/z~> 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 


624130 .D 


Wed Jun 20 17:59:39 2012 


Page 2 
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Area Percent / Library Search Report 


Information from 
File Name : 
Operator : 
Date Acquired : 
Sample Name : 
Submitted by ; 
Vial Number : 
AcquisitionMeth: 
Integrator : 


Data File; 

E ; \SYSTEM7\10__01__08\624131. D 
DCS 

1 Oct 2008 16;51 

BOS - 0 9677-3 
KAC 
31 

DRUGS , M 
RTE 


Abundance TIC: 624131 .D\data.ms 



Ret. Time 

Area 

Area % 

Ratio % 

6.603 

705118 

100.00 

100.00 


624131.D Wed Jun 20 17:59:43 2012 Page 1 
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Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


E:\SYSTEM7\10_01_08\624131.D 

DCS 

1 Oct 2008 16:51 

B08- 09677 - 3 
KAC 
31 

DRUGS,M 
RTE 


Search 

Libraries: C:\Database\SLI.L 

Minimum 

Quality: 80 


C:\Database\NIST05a.L 

Minimum 

Quality: 80 


C:\Database\PMWJTOX2.L 



PK# 

RT Library/ID 

CAS# 

Qual 


6.60 C:\Database\SLI.L 
HEROIN 
JWH-073 


000561-27-3 99 

208987-48-8 2 


Abundance 

80 

60 

40 

20 

0 


Average of 6.560 to 6.714 min.: 624131.D\data.ms {-) 


268 


327 


310 


204 


81 


146 


59 


94 


115 


1 T V I 




28 

lil.U 


162 

li j[ L 


■ I r h"i"vyi"rrT 7- t i iim'iini 


l 


6 


! 238 253 j 


284 




298 


369 




354 


m/z-> 40 50 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 


Abundance 

80 

60 

40 

20 

0 


#1: HEROIN 


4,3 


268 


327 


215 


81 


59 


94 


115 


146 


28 

Ijl-t jl 


162 


174 


: H'lUJ 


197 

.niti! 


2)28240253 

,.!:4 ,4r. ifi, 

— L “n' r ' rT r t 


310 


284 


298 


369 


S li 341 


— r-r- T -T-r ■ T-n-^-j-n-rr-j- m ' I T n | I Trr piTi p'n i | > • . ' JH ' ' ' [ ' ' ' ’ I ’ ' ' ’ I ' ' I 1 ' ' I 1 ' 

m/Z"> 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 


624131.D Wed Jun 20 17:59:43 2012 Page 2 
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Area Percent / Library Search Report 


Information from 
File Name : 
Operator : 
Date Acquired : 
Sample Name : 
Submitted by : 
Vial Number : 
AcquisitionMeth: 
Integrator : 


Data File: 

E r \SYSTEM7\10__01_08\624132 . D 
DCS 

1 Oct 2008 17:03 

BLANK 
KAC 
1 

DRUGS.M 
RTE 



Ret. Time 


Area Area % Ratio % 


***NO INTEGRATED PEAKS*** 


624132.D Wed Jun 20 17:59:47 2012 Page 1 
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Area Percent / Library Search Report 


Information from Data File: 

File Name 

E:\SYSTEM7\10 01 08\624133.D 

Operator 

DCS 

Date Acquired 

1 Oct 2008 17:16 

Sample Name 

BOS - 096 77 -4 

Submitted by 

KAC 

Vial Number 

33 

AcquisitionMeth 

DRUGS.M 

Integrator 

RTE 



TIC: 624133.D\data.ms 
6.603 


300000- 

200000 

100000 

0 4-i- t- i . I r -r r-r TTr-rrir T- i . . , ■ rrT T r , TT T rrr T T rr -r Tfr^nVa^^ 

Tlme-> 2.00 2.60 3,00 3.50 4.00 4,50 5.00 6.50 6.00 6.50 7.00.7.50 8.00 8.50 9.00 9.50 


Ret. Time 

Area 

Area % 

Ratio % 

6.603 

607502 

100.00 

100.00 


624133 .D 


Wed Jun 20 17:59:51 2012 


Page l 
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Area Percent / Library Search Report 


Information from Data File: 

File Name 

E:\SYSTEM7\10 01 08\624133.D 

Operator 

DCS 

Date Acquired 

1 Oct 2008 17:16 

Sample Name 

B08- 09677-4 

Submitted by 

KAC 

Vial Number 

33 

AcquisitionMeth 

DRUGS.M 

Integrator 

RTE 


Search Libraries: C:\Database\SLI.L 

C:\Database\NIST05a.L 
C:\Database\PMW_T0X2.L 

PK# RT Library/ID 


Minimum Quality: 80 
Minimum Quality: 80 


CAS# Qual 


6.60 C:\Database\SLI.L 
HEROIN 


000561-27-3 


99 


Abundance 

, 43 

80 
60 

40 

20 

OVfR 

Abundance 


Average of 6.555 to 6.730 min.: 624133.D\data.ms {-) 


327 


268 


204 


310 


81 


146 


59 

■iiL.. 


94 


124 


F 


i iii'i. 


162 


T i ; i i 


,181 


fa i Kiliny1dlL.ini:'.! 

^ ■ -- ! , V i -r | 


226 


239 


253 


284 


298 


369 


354 ft 

i rm -i r-n r 


miz-> 40 60 80 100 120 140 16o’ 180 200'220 240 260 280 300 320 340 360 


#1: HEROIN 


43 


80 

60; 

40j 

20 

0 


268 


327 


215 


81 


59 


94 


115 


146 


28 

111. 


162, 


174 

1 11 I, I 197 

, a ;. id* ! >l ..Jill 1 


I W%° 2 S 


310 


284 


298 


369 


341 




40 60 ' 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 


624133.D Wed Jun 20 17:59:51 2012 Page 2 
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Area Percent / Library Search Report 


Information from Data File: 

File Name 

E:\SYSTEM7\10_01_08\624134.D 

Operator 

DCS 

Date Acquired 

1 Oct 2008 17:29 

Sample Name 

B08-09677-5 

Submitted by 

KAC 

Vial Number 

34 

AcquisitionMeth 

DRUGS.M 

Integrator 

RTE 


Abundance 

500000 

400000 

300000 

200000 

100000 


TIC: 624134,D\data ms 
6.603 


0 K-j-f-i 

Time-> 2.00 


r ; nr, rrr-rY—rm'| i i 

2.50 3.00 3.50 4.00 


4.50 5.00 


' 1 ' 1 -p-l-nryi r-n-J-rrT-r-p r -n-p 

5.50 6.00 6.50 7.00 7.50 8,00 8.50 9,00 9.50 


Ret. Time 

Area 

Area % 

Ratio % 

6.603 

795941 

100.00 

100.00 


624134.D Wed Jun 20 17:59:55 2012 Page 1 
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Area Percent / Library Search Report 


Information from Data File: 

File Name 

E:\SYSTEM7\10 01_08\624134,D 

Operator 

DCS 

Date Acquired 

1 Oct 2008 17:29 

Sample Name 

BOB-09677-5 

Submitted by 

KAC 

Vial Number 

34 

AcquisitionMeth 

DRUGS.M 

Integrator 

RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NIST05a.L Minimum Quality: 80 

C:\Database\PMW_TOX2.L 


PK# RT Library/ID CAS# 


1 6,60 C:\Database\SLI.Ii 

HEROIN 000561-27-3 99 


Abundance 

80 

60 

40 

20 

0 

m /?.--> 


Average of 6.555 to 6.730 min.: 624134.D\data.ms (-) 


43 


327 


268 


204 


81 


146 


94 


115 


59 


i 

i 


28 

l 

jiU 

. !:, 

■ iIji ,4w 


ii, 


162 


181 

'll.'i.J'ill 


T'T r l i I 1 1 T ' T"fl 


»6 


238 253 
* i A, ij.. 


310 


284 


298 J 


Li pr 


369 


354 


40 60 80 100 120 140 160 180 200 220 240 260. 280 300 320 340 360 . 


Abundance 

80 

60 

40 

20 

0 : 


#1: HEROIN 


i 43 


268 


327 


81 


59 


94 


115 


146 


128 


162 


174 




197 

. M. 


| TTTT- —rr, j i i i i-f 


215 

I 


j ji 228 24 o253 

j! = ;M j.iri* 

1 1 1 1 f | 


310 


284 


298 


369 


341 


40 60 80 100 120 14C 160 180 200 220 240 260 280 3C0 320 340 360 


624134,D Wed Jun 20 17:59:56 2012 


Page 2 
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Area Percent / Library Search Report 


Information from 
File Name : 
Operator : 
Date Acquired : 
Sample Name : 
Submitted by : 
Vial Number : 
AcquisitionMeth: 
Integrator : 


Data File: 

E:\SYSTEM7\10_01_08\624135.D 
DCS 

1 Oct 2008 17:42 

B08-09677-6 
KAC 
35 

DRUGS,M 
RTE 


Abundance 

500000 

400000 

300000 

200000 

100000 


TIC: 624135.D\data,ms 
6.$03 


Time-*> 


0 S-y-r ' ■ ■ [ i tTTJTT 

2.00 2.50 3.00 



3.50 4.00 4.50 5.00 


I , -i| " T- TTT^\ - TT - T -t ^ 1 I I | I i I I | I I iTpiTTp I I I | I I I I | I I I 1 

5.60 6.00 6.50 7.00 7,50 8.00 8.50 9.00 9.50 


Ret. Time 

Area 

Area % 

Ratio % 

6.603 

822661 

100.00 

100.00 


624135.D Wed Jun 20 18:00:00 2012 Page 1 
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Area Percent / Library Search Report 


Information from 
File Name : 
Operator : 
Date Acquired : 
Sample Name : 
Submitted by : 
Vial Number : 
AcquisitionMeth: 
Integrator : 


Data File: 

E:\SYSTEM7\10_01_08\624135.D 
DCS 

1 Oct 2008 17:42 

BOS-09677-6 
KAC 
35 

DRUGS . M 
RTE 


Search 

Libraries: C:\Database\SLI.L 

C:\Database\NIST05a.L 
C:\Database\PMW_TOX2,L 

Minimum Quality 
Minimum Quality 

: 80 

: 80 

PK# 

RT Library/ID 

CAS# 

Qual 


6,60 C:\Database\SLI.L 
HEROIN 
JWH-073 


000561-27-3 99 

208987-48-8 2 


327 


268 


310 


Abundance Average of 6.665 to 6.772 min,: 624135.D\data.ms {-) 

It 

80 
60| 

40 

20 

0 S ■T-T-T , T- r - f 1 rv ‘ : f—H;TTT J |- r r : i j r i i < ' . : .. 

m/z-> 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 


204 


81 


146 


59 


94 


162 


! !, 


181 


1,07 

1 ' ■, !"■" r n 

r !, i | m i i .iiiiiiii 


216 


iul!' l l i :i' , ' i | .Jm,„, iMi^i!! ,1, 238 ?&? 


284 


298 ti 


369 


364 J1 


4,3 


268 


327 


Abundance #1: HEROIN 

80 

60 

40 

20 

m !/.-> 40 ' 60 ' ' 80 ' 100 120' 'l40^160 180 200 220 240 260 280 300 320 340 360 


215 


81 


59 


94 


115 


146 

28 

ik.ii.t, if; 


162 


174 


310 


uuA.3im.yw? T«e t 


369 


.1*1 M l! .S n - 

| I I ' ifi PiTf h*n ff-n-np I I i I rY i t 


341 


624135 ,D 


Wed Jun 20 18:00:00 2012 


Page 2 


Corbett email PRR 016077 











Area Percent / Library Search Report 


Information from Data File: 

File Name 

E:\SYSTEM7\10 01 08\624140.D 

Operator 

DCS 

Date Acquired 

1 Oct 2008 18:45 

Sample Name 

BLANK 

Submitted by 
Vial Number 

1 

AcquisitionMeth 

DRUGS.M 

Integrator 

RTE 



Ret. Time 


Area Area % Ratio % 


***N0 INTEGRATED PEAKS*** 


624140.D Wed Jun 20 18:00:17 2012 


Page 1 


Corbett email PRR 016078 






Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


E:\SYSTEM7\10_01_08\624141.D 

DCS 

1 Oct 2008 18:58 

HEROIN STANDARD 

41 

DRUGS,M 
RTE 


TfC: 624141.DVdata.ms 

6. 

>03 

1T TTrT T T-rTH- 1 --'-- r --.--r T TTTT T TT-rT- r T-TV-T T -T'TVn- T -r-T^/WT—P 

rl t t } r i r i i i rn j rr i m T t r r rt j r i r t j f i i i ■ 


Abundance 


300000] 


200000 


100000 


0 


Time**> 2.00 2.50 3.00 3.50 4.00 4.50 5.00 5.50 6.00 6.50 7.00 7.50 8.00 8.50 9.00 9.50 


Ret. Time 

Area 

Area % 

Ratio % 

6.603 

589263 

100.00 

100.00 


624141.D Wed Jun 20 18:00:21 2012 


Page 1 


Corbett email PRR 016079 







Area Percent / Library Search Report 


Information from Data File: 



File Name 

E:\SYSTEM7\10 01 08\624141.D 



Operator 

DCS 



Date Acquired 

1 Oct 2008 18:58 



Sample Name 

HEROIN STANDARD 



Submitted by 




Vial Number 

41 



AcquisitionMeth 

DRUGS.M 



Integrator 

RTE 



Search Libraries: C:\Database\SLI.L 

Minimum 

Quality: 80 


C t\Database\NIST05a.L 

Minimum 

Quality: 80 


C:\Database\PMW JTOX2.L 



PK# RT 

Library/ID 

CAS# 

Qual 


6.60 C:\Database\SLI.L 
HEROIN 
JWH-073 


000561-27-3 99 

208987-48-8 2 


Abundance 

80 

60 

40 

20 

0 


43 


Average of 6.560 to 6.714 min.: 624141.D\data.ms (-) 


268 


327 


204 


81 


146 




! 94 

124 

59 

ijli ,| ;i 


i J 

i 1 . ,iy 

1,07 

.1 .• iN 


Jm til 

60 

8' 

0 

TfTTT* 

100 

1 [ MM I I 

120 140 


162 


181 


226 


263 




310 


284 


298 


369 


354 


Abundance 

80 

60 

40 

20 

0 1 


#1: HEROIN 


43 


268 


327 


215 


81 


59 

I 


94 


i I 


115 146 

128 ! I 


162 


174 


197 


310 


341 


I!»., ,, i JH |Ilk jij» if ^jl-!i, 

T - n . r ,.,-‘r-r-rrri , VH-r-r-.-,-, , ,-|TiTvr>r"Ki !V-r, If. • .*•., ill > , , r T 

m!z-> 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 


jji 2|8 2 4 0 253 


284 


l I, 298 Jj 

■ i > i -f n i i i - ri 


369 


624141.D Wed Jun 20 18:00:22 2012 


Page 2 


Corbett email PRR 016080 















PLEASE PRINT CLEARLY OR TYPE ALL INFORMATION 


The Commonwealth of Massachusetts 

Executive Office of Health and Human Services 
Department of Public Health 

Boston Drug Laboratory Stale Laboratory Institute 

Tel (617) 983-6622 
Fax (617) 983-6625 


Amherst Drug Laboratory 
Tel (413) 545-2601 
Fax (413) 545-2608 


Boston Hours 

8 : 00 - 11:00 

2 : 00 - 4:00 


DRUG RECEIPT 


Amherst Hours 

9 : 00 - 12:00 

1 : 00 - 3:00 


City or Department: Brockton Police Department _ Police Reference No.: 030Q733A 

Name and Rank of Submitting Officer: donohue, Patrick s 380 jug # R014828 _ 


Defendant(s) Name (last,first,initial): 

0800733A-01 MASLANKA,PHILIP S 


To be completed by Submitter To be completed by Lab Personnel 

Description of Items Submitted Gross Weight Lab Number 



Received By: 



Date: 


\ 


Corbett email PRR 016081 






PLEASE PRINT CLEARLY OR TYPE ALL INFORMATION 

The Commonwealth of Massachusetts 

Executive Office of Health and Human Services 
Department of Public Health 

Boston Drug Laboratory State Laborator}' Institute 

Tel (617) 983-6622 
Fax (617) 983-6625 

Boston flours 

8:00 11:00 DRUG RECEIPT 

2:00 - 4:00 


City or Department: Brockton Police Department _Police Reference No.: 0800761A 

Name and Rank of Submitting Officer: DONOHUE, PATRICK S 380 DOC # R014827 _ 


Defendant(s) Name (last,first,initial): 

0800761A-01 LAWLESS,JOSEPH S 


Amherst Drug Laboratory 
Tel (413)545-2601 
Fax (413) 545-2608 

Amherst Hours 

9:00 - 12:00 
1 : 00 - 3:00 


To be completed by Submitter To be completed by Lab Personnel 

Description of Items Submitted Gross Weight Lab Number 








PLEASE PRINT CLEARLY OR TYPE ALL INFORMATION 


The Commonwealth of Massachusetts 

Executive Office of Health and Human Services 
Department of Public Health 

Boston Drug Laboratory State Laboratory Institute 

Tel (617) 983-6622 
Fax (617) 983-6625 


Amherst Drug Laboratory 
Tel (413) 545-2601 
Fax (413) 545-2608 


Boston Hours 


Amherst Hours 


8 : 00 - 11:00 

2 : 00 - 4:00 


DRUG RECEIPT 


9 : 00 - 12:00 

1 : 00 - 3:00 


City or Department: Brockton Police Department _Police Reference No.: 0800762fl 

Name and Rank of Submitting Officer: DONOHUE, PATRICK S 380 doc # R014826 


Defendant(s) Name (last,first,initial): 

0800762A-01 "JESUS", . S 


To be completed by Submitter To be completed by Lab Personnel 

Description of Items Submitted Gross Weight Lab Number 



Received By: 



Date: 


Tf3 • 


\ 

Corbett email PRR 016083 





No. B08-09674R Date Analyzed: f-J^y j ^ 2{||2 

City: Brockton Police Dept. 

Officer: Detective PATRICK DONOHUE 
Def: MASLANKA, PHILIP 

Amount: Subst:SUB 

No. Cont: 4 Cont: pb 

DateRec'd: 05/03/2012 No. Analyzed: / 

Gross wt.: 10.88 Net Weight 

# Tests: y' ^ 

Prelim: / ''£&/) Findings: 

£,W (S' 




Corbett email PRR 016084 




■J 


No. B08-09714R Date Analyzed: ^y j ^ 2Q|? 

City: Brockton Police Dept. 

Officer: Detective PATRICK DONOHUE 
Def: LAWLESS, JOSEPH 


Amount: 

No. Cont: 1 Cont: pb 

Date Rac'd: 05/03/2012 
Gross Wt.: 1-4,72 


Subst: SUB 


No. Analyzed 


Net Weight: 9bVS 

# Tests: V 


Prelim: t 


Findings: fltftfif] 



No B08-09715R 
City: Brockton Police Dept. 
Officer: Detective PATRICK DONOHUE 
Def: JESUS, S 
Amount: 

No. Cont: 1 Cont: pb 

Date Rec'd: 05/03/2012 


Date Analyzed: f^y j ^ 2Q|2 


Subst: SUB 



No. Analyzed 
Net Weight 
# Tests 


7 ^ 


Findings: 



i' 


Corbett email PRR 016085 





PRELIMINARY TESTS 














Area Percent / Library Search Report 



Ret. Time 


Area Area % Ratio % 


***N0 INTEGRATED PEAKS*** 


826204.D Eri May 11 12:36:11 2012 


Page 1 


Corbett email PRR 016087 





Area Percent / Library Search Report 


Information 
File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


from Data File: 

C: \MSDCHEM\1\SYSTEM7\05_11___12\828205 .D 
DCS 

11 May 2012 12:40 

HEROIN STANDARD 


DRUGS.M 
RTE 


■ty 




Abundance 


TIC: 828205.D\data.ms 



Ret. Time 

Area 

Area % 

Ratio % 

6.274 

1057260 

100.00 

100.00 


828205.D Fri May 11 12:51:50 2012 Page 1 


Corbett email PRR 016088 







Area Percent / Library Search Report 


Information from Data File: 

File Name 

C:\MSDCHEM\1\SYSTEM7\05_11_12\828205.D 

Operator 

DCS 

Date Acquired 

11 May 2012 12:40 

Sample Name 
Submitted by 

HEROIN STANDARD 

Vial Number 

5 

AcquisitionMeth 

DRUGS.M 

Integrator 

RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NISTOSa.L Minimum Quality: 80 

C:\Database\PMW_T0X2.L 


PK# 


1 


RT 


6.27 


Library/ID 


C:\Database\SLI.L 
HEROIN 



CAS# 


000561-27-3 


Qual 


99 


Abundance 


' Average of 6.232 to 6.428 min,: 828205.D\daia.ms (-) 



80 

60 

40 

20 


4i3 




olf 


263 


327 


215 


81 


59 


t*i 1 i' j 1 1 i i i' 


94 


115 


146 




28 

kM 




'f 174 

MU 


310 




369 


40 60 80 


100 120 140 160 180 200 220 240 260 280 300 320 340 360 


828205.D Fri May 11 12:51:51 2012 


Page 2 


Corbett email PRR 016089 




Area Percent / Library Search Report 


Information from 
File Name : 
Operator : 
Date Acquired : 
Sample Name : 
Submitted by : 
Vial Number : 
AcquisitionMeth; 
Integrator : 


Data File: 

C:\MSDCHEM\1\SYSTEM7\0 5_11_12\828210.D 
DCS 

11 May 2012 13:58 

BLANK 
DCS 
1 

DRUGS . M 
RTE 



Ret, Time 


Area Area % Ratio % 


***N0 INTEGRATED PEAKS*** 


828210.D Fri May 11 14:10:14 2012 


Page 1 


Corbett email PRR 016090 





Area Percent / Library Search Report 


Information from Data File: 


File Name 

C:\MSDCHEM\l\SYSTEM7\05 11 12\828211.D 

Operator 

DCS 


Date Acquired 

11 May 2012 14:14 

Sample 

Name 

B08-09674R 


Submitted by 

DCS 


Vial Number 

11 


AcquisitionMeth 

DRUGS.M 


Integrator 

RTE 

/ 




Z ------ 



\7 

Abundance 


TIC: 828211 DWata.ms 



6. 

£85 

3000000 




2000000 




1000000 




0 

2.!&|19 


T-r-" t-t— n-T-r 

i—i |—I—i—i—i—|—r'l i v | r 


Time~> 2.00_3.00 

4.00 5.00 6.00 

7.00 8.00 9.00 10.00 11.00 12.00 

Ret. Time 

Area 

Area % Ratio % 

2.965 


178157 

2.76 3.05 

3 .219 


119710 

1.85 2.05 

5.755 


100470 

1.55 1.72 

5,814 


221725 

3.43 3.79 

6.285 


5843617 

90.41 100,00 


828211.D Fri May 11 14:25:56 2012 Page 1 


Corbett email PRR 016091 




Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C : \MSDCHEM\l\SySTEM7\05__ll_12\82 8211 . D 
DCS 

11 May 2012 14:14 

BOS-09674R 
DCS 
11 

DRUGS . M 
RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NIST05a.L Minimum Quality: 80 

C:\Database\PMW_TOX2.L 


PK# RT Library/ID 


CAS# Qual 


2,96 C:\Database\PMW_TOX2.L 
Aminoethanol 
Valproic acid 
Myristic acid 


000141-43-5 3 
000099-66-1 2 
000544-63-8 2 


Abundance 


Average of 2.890 to 3.023 min.: 828211 ,D\data.ms (-) 



80 

60 

40 

20 

0 


3)3 


42 

■viib 


61 


» it — i 1 Y i - ,- f-T T i j I I i i . I i i i | i ! i ' i" j "T i i i | i i i i | ii m j i t t i ( i i i f j f i i i | r‘ rTiyrn-r^TTTT'p'T 

m/z-> 30 40 SO 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 


828211 .D 


Fri May 11 14:25:57 2012 


Page 2 


Corbett email PRR 016092 




Area Percent / Library Search Report 


Information from Data File: 

File Name : C:\MSDCHEM\l\SYSTEM7\05_ll_12\828211.D 

Operator : DCS 

Date Acquired : 11 May 2012 14:14 

Sample Name ; B08-09674R 

Submitted by : DCS 

Vial Number ; 11 

AcquisitionMeth: DRUGS.M 

Integrator : RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NIST05a.L Minimum Quality: 80 

C:\Database\PMW TOX2.L 


PK# 

RT 

Library/ID 


CAS# 

Qual 

2 

3.22 

C:\Database\NIST05a.L 
lH-Purine-2,6-dione, 
lH-Purine-2,6-dione, 

3,7-dihydro-1, 
3,7-dihydro-1, 

000058-08-2 

000058-08-2 

96 

96 



1H-Purine-2,6-dione, 

3,7-dihydro-1, 

‘ 000058-08-2 

96 



m/z-> 10 20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 


828211,D Fri May 11 14:25:57 2012 Page 3 

Corbett email PRR 016093 





Area Percent / Library Search Report 


Information from Data File: 



File Name 

C:\MSDCHEM\1\SYSTEM7\05 11 

12\828211.D 


Operator 

DCS 



Date Acquired 

11 May 2012 14:14 



Sample Name 

B08-09674R 



Submitted by 

DCS 



Vial Number 

11 



Acquis!tionMeth 

DRUGS.M 



Integrator 

RTE 



Search Libraries 

C:\Database\SLI.L 

Minimum 

Quality: 80 


C:\Database\NIST05a.L 

Minimum 

Quality: 80 


C:\Database\PMW_TOX2.L 



PK# RT 

Library/ID 

CAS# 

Qual 


3 5.76 C:\Dafcabase\NIST05a.L 

Morphinan-6-ol, 7, 8-didehydro-4,5-e 006703-27-1 
Morphinan-6-ol, 7,8-didehydro-4,5-e 006703-27-1 
Acetylcodein 1000153-00-2 


Abundance Average of 5.713 to 5.782 min.: 82821 i.DVdafa.ms (-} 



m(z~> 40 60 80 100 120 140.160 180 200 220 240 260 280 300 320 340 

Abundance#148334: Morphinart-6-ol, 7,8-didehydro-4,5-epoxy-3-methoxy-17-methyK acetate {ester), {5.alpha, , 6 . alpha 
I 341 




m/z~> 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340 


828211.D Fri May 11 14:25:58 2012 Page 4 


Corbett email PRR 016094 


99 

99 

99 








Area Percent / Library Search Report 


Information from Data File: 

File Name : C:\MSDCHEM\l\SYSTEM7\05_ll__12\82 8211.D 

Operator : DCS 

Date Acquired ; 11 May 2012 14:14 

Sample Name : B08-09674R 

Submitted by : DCS 

Vial Number : 11 

AcquisitionMeth: DRUGS.M 

Integrator : RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NIST05a.L Minimum Quality: 80 

C:\Database\PMWjr0X2.L 


PK# RT Library/ID 

CAS# 

Qual 

4 5.81 C:\Database\NIST05a.L 



6-Monoacetylmorphine 

002784-73-8 

95 

6-Monoacetylmorphine 

002784-73-8 

93 

6-Monoacetylmorphine 

002784-73-8' 

92 



Abundance #140703:6-Monoacety!morphine 



828211.D Fri May 11 14:25:58 2012 Page 5 


Corbett email PRR 016095 






Area Percent / Library Search Report 


Information from Data File: 

File Name : C:\MSDCHEM\l\SYSTEM7\05_ll_12\828211.D 

Operator : DCS 

Date Acquired : 11 May 2012 14:14 

Sample Name : B08-09674R 

Submitted by : DCS 

Vial Number : 11 

AcquisitionMeth: DRUGS.M 

Integrator : RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NIST05a.L Minimum Quality: 80 

C:\Database\PMW TOX2.L 


PK# RT 


Library/ID 


6.28 C:\Database\SLI.L / 

HEROIN {/ 


000561-27-3 99 


Abundance Average of 6.227 to 6.523 min.: 828211.DWata.ms '(-) 



Abundance #1: HEROIN 



828211.D Fri May 11 14:25:59 2012 Page 6 

Corbett email PRR 016096 





Area Percent / Library Search Report 


Information from 
File Name : 
Operator : 
Date Acquired : 
Sample Name : 
Submitted by : 
Vial Number : 
AcquisitionMeth: 
Integrator 


Data File: 

C:\MSDCHEM\1\SYSTEM7\05_11_12\828212.D 
DCS 

11 May 2012 14:30 

BLANK 

1 

DRUGS . M 
RTE 


Abundance 


TIC: 828212,D\dala.ms 


O' 



Ret, Time 


Area Area % Ratio % 


***N0 INTEGRATED PEAKS*** 


828212.D Fri May 11 14:41:36 2012 


Page 1 


Corbett email PRR 016097 





Area Percent / Library Search Report 


Information from Data File; 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionHeth 
Integrator 


Abundance 


C; \MSDCHEM\ 1 \ SYSTEM7\05_11__12\828213 .D 
DCS 

11 May 2012 14:46 

BLANK 


1 

DRUGS. M 
RTE 


TIC: 828213.DWata.ms 




Ret. Time Area Area % Ratio % 


* **NO INTEGRATED PEAKS*** 


828213.D Fri May 11 14:57:16 2012 


Page 1 


Corbett email PRR 016098 





Area Percent / Library Search Report 


Information from Data Pile: 



Ret. Time 

Area 

Area % 

Ratio % 

6.269 

1320285 

100.00 

100.00 


828214,D Fri May 11 15:12:56 2012 


Page 1 


Corbett email PRR 016099 





Area Percent / Library Search Report 


Information from 
File Name 
Operator : 

Date Acquired 
Sample Name ; 

Submitted by : 

Vial Number : 

AcquisitionMeth: 
Integrator : 


Data File; 

C:\MSDCHEM\l\SYSTEM7\05_ll 12\828214 . D 

DCS . 

11 May 2012 15:01 

HEROIN STANDARD 

5 

DRUGS . M 
RTE 


Search Libraries; C:\Database\SLI.L 

C;\Database\NIST05a.L 
C:\Database\PMW TOX2.L 


Minimum Quality; 80 
Minimum Quality: 80 


PK# RT 


1 6.27 


Library/ID 

-- -__- ' _ 

___ 

C:\Database\SLI.L 
HEROIN ex' 


CAS# Qual 


000561-27-3 99 



828214.D Fri May 11 15:12:56 2012 


Page 2 


Corbett email PRR 016100 






PHYSICAL DESCRIPTION: 


Gross Wt ( ): 


w t ( }:J1 

<w sw/ m//z whaftWWqiyi #/)€> 5 _ ^" 

imKlm m0Mm^k/^o 

Wm {W^ijpfJin^khk^ vf l ' e/}! n^ cmiwwwfr Netwt: 
^wp^fnh'T 


PRELIMINARY TESTS 
Spot Tests 


Cobalt 

Thiocyanate ( v£ 


bki 


Marquis A" pjJ0M& 
Froehde's f" /)&£ yUe 


Microcrvstalllne Tests 


Gold 

Chloride_ 

TLTA i_ } _ 

OTHER TESTS 











Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C:\MSDCHEM\1 

DCS 

11 May 2012 
BLANK 


DRUGS.M 
RTE 


\SYSTEM7\05_11_12\828204 .D 
12:24 



Ret. Time 


Area Area % Ratio % 


***NO INTEGRATED PEAKS*** 


828204.D Fri May 11 12:36:11 2012 


Page 1 


Corbett email PRR 016102 







Area Percent / Library Search Report 


Information from Data File: 

File Name 

C:\MSDCHEM\1\SYSTEM7\05_11_12\828205.D 

Operator 

DCS 

Date Acquired 

11 May 2012 12:40 

Sample Name 

HEROIN STANDARD 

Submitted by 


Vial Number 

5 

AcquisitionMeth 

DRUGS.M 

Integrator 

RTE 

S ... ..— . - n 

----— 


lS 



Ret. Time 

Area 

Area % 

Ratio % 


6.274 

1057260. 

100.00 

100.00 



828205.D Fri May 11 12:51:50 2012 Page 1 
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Area Percent / Library Search Report 


Information from 
File Name : 
Operator : 
Date Acquired : 
Sample Name : 
Submitted by : 
Vial Number : 
AcquisitionMeth: 
Integrator : 


Data File: 

C:\MSDCHEM\1\SYSTEM7\05_11_12\828205.D 

DCS 

11 May 2012 12:40 

HEROIN STANDARD 

5 

DRUGS.M 
RTE 


Search Libraries: C:\Database\SLI.L 

C:\Database\NIST05a.L 
C:\Database\PMW_TOX2.L 


PK# RT Library/ID 


1 6.27 C:\Database\SLI.L 

HEROIN 



Minimum Quality: 80 
Minimum Quality: 80 


CAS# Qual 


000561-27-3 99 


Abundance " Average of 6.232 to 6.428 min.: 828205.D\da!a.tns (-) 



828205.D Fri May 11 12:51:51 2012 Page 2 


Corbett email PRR 016104 






Area Percent / Library Search Report 


Information from Data File: 
File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 

AcquisitionMeth : DRUGS. M 
Integrator ; RTE 



C:\MSDCHEM\l\SYSTEM7\05_ll_12\82b2Ufc> .u 

DCS 

11 May 2012 12:56 

BLANK 
DCS 
1 


Ret. Time 


Area Area % Ratio % 


* * *N0 INTEGRATED PEAKS** * 


828206 .D Fri May 11 13:07:30 2012 


Page 1 


Corbett email PRR 016105 





Area Percent / Library Search Report 


Information from Data File: 

File Name 

C:\MSDCHEM\l\SYSTEM7\05_il_12\828207.D 

Operator 

DCS 

Date Acquired 

11 May 2012 13:11 

Sample Name 

B08-09714R 

Submitted by 

DCS 

Vial Number 

7 

AcquisitionMeth 

DRUGS.M 

integrator 

RTE y 



1500000 

1000000 

500000 


QV-r-r- 

Time--> 2.00 

3,00 _ 

« ■ i 1 ■-T ' .' '"‘HT’ 

4.00 5.00 6.00 

' r r ~7 i 1 r 
7 00 

-r- t -r-r -1 1 I 1 1 1 * ! « 1 ' 1 f ' ■ ■ ' 1 * ■ 

8.00 9.00 10.00 11,00 12.0° 

Ret. Time 


Area 

Area % 

Ratio % 

2.938 

3.219 

6.280 


332454 

166065 

3293570 

8.77 

4.38 
86.85 

10.09 

5.04 

100.00 


828207.D Fri May 11 13:23:14 2012 


Page 1 
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Area Percent / Library Search Report 


Information from Data File: 

File Name 

C : \MSDCHEM\1\SYSTEM7\05_11__12\828207 .D 

Operator 

DCS 

Date Acquired 

11 May 2012 13:11 

Sample Name 

B08-09714R 

Submitted by 

DCS 

Vial Number. 

7 

AcquisitionMeth 

DRUGS.M 

Integrator 

RTS 


Search Libraries: C:\Database\SLI.L 

C:\Database\NIST05a.L 
C:\Database\PMW_TOX2.L 


Minimum Quality: 80 
Minimum Quality; 80 


PK# RT Library/ID 


CAS# Qual 


1 2,94 C:\Database\NIST05a.L 

1-Inositol 
Scyllo-Inositol 
Inositol 


1000007-49-1 80 

000488-59-5 80 

006917-35-7 72 



828207 .D 


Fri May 11 13:23:15 2012 


Page 2 
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Area Percent / Library Search Report 


Information from Data File: 

File Name 

C:\MSDCHEM\l\SySTEM7\05_ll_12\828207.D 

Operator 

DCS 

Date Acquired 

11 May 2012 13:11 

Sample Name 

BOS - 09714R 

Submitted by 

DCS 

Vial Number 

7 

AcquisitionMeth 

DRUGS.M 

Integrator 

RTE 


Search Libraries: C:\Database\SLI.L 

C;\Database\NIST05a.L 
C:\Database\PMW_TOX2.L 


Minimum Quality; 80 
Minimum Quality: 80 


PKjf RT 


Library/ID 


CAS# Qual 


3.22 C:\Database\NIST05a.L 

1 H- Purine-2,6 -dione ; 3, 7-dihydro-1, 000058-08-2 
1H- Purine-2,6-dione, 3,7-dihydro-1, 000058-08-2 
lH-Purine-2,6-dione, 3,7 -dihydro- 1, 000058-08-2 


98 

98 

96 


Abundance 

80 

60 

40 

20 


Average of 3.198 to 3.335 min': 828207.D\data.ms (-) 


1$4 


109 


55 67 

i 


42 


m/2 „> .160_1fl0 170 180 1.90 


82 


94 

i| T I IT I I’l'l b I I I I I 


136 165 

122 I. 149 _ 

\ it i I ' i i i > i i ' H | i n i ‘]Trrq -iiri|i n ' I > ■ ■ ' ( l ^ h 1 



828207.D Fri May 11 13:23:15 2012 
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Area Percent / Library Search Report 


Information from 
File Name : 
Operator : 
Date Acquired : 
Sample Name : 
Submitted by : 
Vial Number : 
AcquisitionMeth: 
Integrator : 


Data File: 

C:\MSDCHEM\l\SYSTEM7\Q5_I1_12\828207,D 
DCS 

11 May 2012 13:11 

B08 ~ 09714R 
DCS 
7 

DRUGS . M 
RTE 


Search Libraries: C:\Database\SLI.L 

C:\Database\NIST05a.L 
C:\Database\PMW_TOX2.L 


PK# RT 


Library/ID 


3 6,28 C:\Database\SLI.L 

HEROIN \/ 


Minimum Quality: 80 
Minimum Quality: 80 


CAS# 


Qual 


000561-27-3 99 


Abundance 

80 

60 

40 

20 

0 


43 


Average of 6.232 to 6.49fmin.:'828207.D\data.ms (-) 


3$7 


268 


204 


81 


146 


59 

11 IiIlu, 


94 


124 


107 

■■t&.iW 


ill,. 


162 


174 


-r f i i ri t i | i i i i ] itt i pi* i f 


226_ 


310 


284 

l.,,.L 2 %u 


369 




341354 


m/z-> 


'^0 60 80 100 /20 140 160 180 .200 220 _240 2_60 _ 280 300. _3.20 340 360 


Abundance 

80 

60 

40 

20 

0 ^ 


#1: HEROIN 


4|3 


268 


327 


215 


81 


59 

■111 


94 

ill...,,ili 


115 


146 


40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 


28 


162 


181 , , 


310 


284 


,.1 1 

f l " 1 1' 1 ■ ■ i 1 • 1 1 i . 


369 


341 


T~1 j , i i I j i I , 


m/z-> 


828207.D 


Fri May 11 13:23:16 2012 
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Area Percent / Library Search Repor 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 


C : \MSDCHEM\l\SYSTEM7\05__ll__12\82 8212 . D 
DCS 

11 May 2012 14:30 

BLANK 


Vial Number 

AcquisitionMeth 

Integrator 


1 

DRUGS . M 
RTE 



Time~> 2,00 3,00 4.0 0 _5,00_ 6,00 7.00 8.00 9,00 10,00. 11.00 . 12.00 


Ret. Time 


Area Area % Ratio % 


* * *NO INTEGRATED PEAKS*** 


828212.D Fri May 11 14:41:36 2012 
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Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C:\MSDCHEM\l\SySTEM7\05_ll_12\828213.D 

DCS 

11 May 2012 14:46 

BLANK 


1 


DRUGS.M 
RTE 



Time : -> 2.00 3.00 4.00 5.00 61)0 7.00 8.00 9.00 10.00 11.00 _ 12.00 


Ret, Time 


Area Area % Ratio % 


***NO INTEGRATED PEAKS*** 


828213,D Fri May 11 14:57:16 2012 
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Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AequisitionMeth 
Integrator 


C:\MSDCHEM\l\SYSTEM7\05_ll_12\828214,D 
DCS 

11 May 2012 IS:01 
HEROIN STANDARD 


DRUGS.M 
RTE 



Time-> 2.00 3.00 


4.00 


5.00 


6.00 


7.00 


8.00 


9.00 


10.00 11.00 12.00 


Ret. Time 

Area 

Area % 

Ratio % 

6.269 

1320285 

100.00 

100.00 


828214 .D 


Fri May 11 15:12:56 2012 
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Area Percent / Library Search Report 


Information from Data File 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
Acqui sitionMeth 
Integrator 


C:\MSDCHEM\1\SYSTEM7\05_11_12\828214.D 

DCS 

11 May 2012 15:01 

HEROIN STANDARD 


DRUGS.M 
RTE 


Search Libraries: C:\Database\SLI.L Minimum Quality: 80 

C:\Database\NIST05a.L Minimum Quality: 80 

C:\Database\PMW TOX2.L 


PK# 


1 


RT 


6.27 


Library/ID 


C:\Database\SLI.L 
HEROIN 



CAS# Qual 


000561-27-3 99 



828214 , D 


Fri May 11 15:12:56 2012 
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PRELIMINARY TESTS 
Spot Tests 


Cobalt 

Thiocyanate ( ) -4 ~blUf. 


Marquis j 
Froehde' 


Mecke’s 1 / 


Microcrvstallino Tests 
Gold 

Chloride_ 

_ 

OTHER TESTS 


PRELIMINARY TEST RESULTS 
RESULTS 


DATE 5 , 




GC/MS CONFIRMATORY TEST tufa ^ 
RESULTS hcCOlA/ . ^ . 



Revised 7/2005 

Corbett email PRR 016114 











Area percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


Abundance 

2000 


1500 


1000 


500 


C:\MSDCHEM\1\SYSTEM7\05_11_12\82 82 04.D 
DCS 

11 May 2012 12:24 

BLANK 


1 


DRUGS.M 
RTE 


TtC: 828204.DWata.ms , / 




Time--> 2.00 



10.00 


12.00 


Ret. Time 


Area Area % 


Ratio % 


***N0 INTEGRATED PEAKS* * * 


828204,D 


Fri May 11 12:36:11 2012 
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Corbett email PRR 016115 






Area Percent / Library Search Report 


Information from Data File: 

File Name 

C:\MSDCHEM\1\SYSTEM?\0 5_11_12\828205.D 

Operator 

DCS 

Date Acquired 

11 May 2012 12:40 

Sample Name 

HEROIN STANDARD 

Submitted by 


Vial Number 

5 

AcquisitionMeth 

DRUGS.M 

Integrator 

RTE 

-------- 


Abundance 


600000 


400000 


20000Q 


TiC: 828205. D\data.ms / 

6i74 


Time--> 


2.00 


—i—j—i—i T“1 j 1“ 

3.00 4.00 


5.00 


6.00 


7.00 


8.00 


9.00 


10.00 


1 too 


12.00 


Ret. Time 

Area 

Area % 

Ratio % 

6.274 

1057260 

100.00 

100.00 


828205,D Fri May 11 12:51:50 2012 
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Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C:\MSDCHEM\l\SYSTEM7\G5_ll 
DCS 

11 May 2012 12:40 

HEROIN STANDARD 

5 

DRUGS.M 
RTE 


12\828205.D 


Search Libraries: C:\Database\SLI.L 

C:\Database\NIST05a.L 
C : \Database\PMW_T0X2.L 


PK# RT Library/ID 


1 6.27 C:\Database\SLI.L 

HEROIN 


/L 


X 


[y 


Minimum Quality: 80 
Minimum Quality: 80 


CAS# Qual 


000561-27-3 99 


Abundance 

I 4b 


Average of 6.232 to 6.428 min.: 828205.D\data.ms (-) 


80 


327 


m/z-> 



Abundance #1: HEROIN 



828205.D 


Fri May 11 12:51:51 2012 
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Area Percent / Library Search Report 


information from Data File: 

Pile Name : C:\MSDCHEM\l\SYSTEM7\05_ll_12\828208.D- 

DCS 

11 May 2012 13:27 

BLANK 
DCS 
1 

DRUGS.M 
RTE 


Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 



OVr 
Time--> 2.00 


3.00 4.00 5.00 6.00 700 


' ' ' ' 8.00 9 00 10.00 11.00 .... 12.00 


Ret. Time 


Area 


Area % Ratio % 


***NO INTEGRATED PEAKS*** 


828208.D 


Fri May 11 13:38:53 2012 
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Area Percent / Library Search Report 


Information from Data File 
File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C: \MSDCHEM\l\SYSTEM7\05_ll_12\828209. D 

DCS 

11 May 2012 13 :43 

B08-09715R 
DCS 
9 

DRUGS,M 
RTE 


TIC:" 828209. DVdala.ms 
6.279 



2000000 
1500000 
1000000 
500000 
0 

Tlme-> 2.00 


i t 1 1 1 1 i 1 1 1 1 r 
9.00 10.00 11.00. 


12.00 


Ret. Time 


Area Area % Ratio -s 


2.954 
5,755 
5.808 
6.280 


359502 

122430 

530482 

4017956 


7.15 8.95 

2.43 3.05 

10.55 13.20 

79.87 100.00 


82 8209.D Fri May 11 13:54:35 2012 


Page 1 
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Area Percent / Library Search Report 


Information from 
File Name : 

Operator : 

Date Acquired ; 
Sample Name : 
Submitted by : 
Vial Number : 

AcquisitionMeth: 

Integrator 


Data Frle; 4 _ 

C: \MSDCHEM\1\SYSTEM7\05_11__12\828209 . D 

DCS 

11 May 2012 13:43 

B08-09715R 
DCS 
9 

DRUGS.M 
RTE 


Search Libraries: 


C;\Database\SLI.L 
C; \Database\NIST05a.L 
C:\Database\PMW_T0X2,L 


Minimum Quality: 80 
Minimum Quality: 80. 


PK# RT Library/ID 


CAS# Qual 


2.95 C:\Database\NIST05a.L 
Scyllo-Inositol 
Inositol 
Inositol 


000488-59-5 86 
000087-89-8 80 
006917-35-7 78 


Abundance 

j 

80 

60 

40 

20 

0 


7'3 


Average of 2.705 fo 2.996 min.: 828209.D\data.ms {-) 


43 


60 


4^ 


67, 


102 


194 


89 133 144 163 176_,_ 

79 I I 93 . » ■ . V i , , i - 1 t < i i i i i r i i i ‘ | i ■ t r-p-w T . , . . . 

^ . T 140 150 160 170 .180 190 


m/z ..> 40 50 60 70 80 90 100 110. 120 130 

#43358: Scyllo-lnositol 


Abundance 


80 


60 


40 


20 


7i3 


60 


43 

ylW 


53, 


89 


102 


162 181 
TTT T'T l -m -j- T l t I | I I I 




81 . V, 1 10911 5 125 If l— 

40 50 '60 70 160 170 180 190 


828209.D 


Fri May 11 13:54:35 2012 


Page 2 


Corbett email PRR 016120 




Area Percent / Library Search Repoit 


Information from Data File: 
File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 

AcquisitionMeth 


C : \MSDCHEM\l\SYSTEM7\05_ll_12\828209 . D 

DCS 

13 -.43 


11 May 2012 
BOS -09715R 
DCS 
9 

DRUGS.M 
RTE 


Search 

Libraries 

: C:\Database\SLI.L 

C:\Database\NIST05a.L 

C:\Database\PMW_TOX2.L 

Minimum Quality: 80 
Minimum Quality: 80 

PK# 

RT 

Library/ID 

CAS# Qual 


5.76 


C:\Database\NIST05a.L on-\ 99 

Morphinan-6-ol, 7,a-didehydro-4,5-e 006703-27 1 9 

Morphinan- 6-ol, 7, S-dadehydro-l, 5-e ^ 

Acetylcodem 


Abundance 

I 

1 

80 j 
60 

40 

20 

0 


43 


Average of 5.713 to 5,782 mln.7828209.DVdata.ms I 


341 


282 


229 


59 


81 


115 




94 


UWt 


162 


204 


28 146! 


IV 


175 


188 




266 


m/z-> 40 60 80 

Abundance#1 48334: Morphinan-6-ol 

80 

60 

40 

20 

0 


100 120 140 160 180 200 




298 


326 


n-rrVn p -r 


220 240 260_ 280 _ 300_320 , _ 340 _ 


7,8-didehydfo-4,5-epoxy-3-methoxy-17-methyl-, acetate (ester), ( 5 .alpha.,6.alpha 

282 


229 


43 


204 


» 70 T V 


115 


162 


188 


^28 146 , !75 


jH 


240 


266 


298 


t 1 ' _ r,nr\ nAV i 


m/z--> 


7o 60 8C "IOC 120 140 160 18C 200 220 240 


260 280 300 320 340 


828209 -D 


Fri May 11 13:54:36 2012 
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Area Percent / Library Search Report 


Information from Data File: 



File Name 

C:\MSDCHEM\1\SYSTEM7\05 11 

12\828209.D 


Operator 

DCS 



Date Acquired 

11 May 2012 13:43 



Sample Name 

B08-09715R 



Submitted by 

DCS 



Vial Number 

9 



AcquisitionMeth 

DRUGS.M 



Integrator 

RTE 



Search Libraries 

3 : C:\Database\SLI.L 

Minimum 

Quality: 80 


C:\Database\NIST05a.L 

Minimum 

Quality: 80 


C:\Database\PMW_TOX2.L 



PK# RT 

Library/ID 

CAS# 

Qual 


3 5.81 C:\Database\NIST05a.L 


6 -Monoacetylmorphine 

002784-73-8 

96 

6 -Monoacetylmorphine 

002784-73-8 

94 

6 -Monoacetylmorphine 

002784~7'3--8 

93 




828209.D Fri May 11 13:54:36 2012 Page 4 
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Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 


C:\MSDCHEM\1\SYSTEM7\05 
DCS 

11 May 2012 13:43 

B08-09715R 
DCS 
9 

DRUGS.M 
RTE 


11_12\828209 , D 


Search Libraries: C:\Database\SLI.L 

C:\Database\NIST05a.L 
C:\Database\PMW TOX2.L 

Minimum 

Minimum 

Quality: 80 
Quality: 80 

PK# RT Library/ID 

CAS# 

Qual 


/ 



4 6.28 C:\Database\SLI.L / 

HEROIN t/ 000561-27-3 99 



828209.D Fri May 11 13:54:37 2012 
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Area Percent / Library Search Report 


i Information from Data File; 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AeguisitionMeth 
Integrator 


C;\MSDCHEM\l\SYSTEM7\05_ll_12\828212 . D 
DCS 

11 May 2012 14:30 

BLANK 

1 

DRUGS . M 
RTE 



Ret. Time 


Area Area % Ratio % 


* * * NO INTEGRATED PEAKS'*** 


828212.D Fri May 11 14:41:36 2012 Page 1 
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Area Percent / Library Search Report 



Time~> 2,00 3.00 4.00 5,00 6,00 .7.00.8.00 9.00 10.00.11.00 12,00 


Ret. Time 


Area Area % Ratio % 


***N0 INTEGRATED PEAKS*** 


828213,D Fri May 11 14:57:16 2012 


Page 1 
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Area Percent / Library Search Report 


Information from Data File; 


File Name 
Operator 
Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMe th 
Integrator 


C;\MSDCHEM\l\SYSTEM7\05_ll_12\828214. D 
DCS 

11 May 2012 15 : 01 

HEROIN STANDARD 


DRUGS.M 
RTE 


Abundance 

800000 
600000 
400000 
200000 

0 A 1—1 I --r-j -- T - T --|- T-1 r-T—j—i—r— i r-j-A-r -I I r'l t I 1 I i I - i - r -- r - i -y- T -i - - r - 1 --j - - r - 1 --; - - j , , 

Time-> 2.00 3.00 4.00 5.00 6.00 7.00 8.00 9.00 10.00_11.00 12.00 


TfC: 828214.DWata.ms 
6,|69 


Ret. Time 

Area 

Area % 

Ratio % 


6.269 

1320285 

100.00 

100.00 



828214.D Fri May 11 15:12:56 2012 


Page 1 
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Area Percent / Library Search Report 


Information from Data File: 


File Name 
Operator 

Date Acquired 
Sample Name 
Submitted by 
Vial Number 
AcquisitionMeth 
Integrator 

C:\MSDCHEM\1\SYSTEM7\05 11 
DCS 

11 May 2012 15:01 

HEROIN STANDARD 

5 

DRUGS,M 

RTE 

12\828214 . D 


Search Libraries 

: C:\Database\SLI.L 

C:\Database\NIST05a.L 
C:\Database\PMW_TOX2.L 

Minimum 

Minimum 

Quality: 80 
Quality; 80 

PK# RT 

Library/ID 

CAS# 

Qual 

1 6.27 C 

: \Database\SLI ,L 




HEROIN 000561-27-3 99 



828214,D 


Fri May 11 15.: 12:56 2012 


Page 2 
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